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Connect gas vent hose to a nitrogen
bottle or air (nothing)

Channel 1
Setpoint

Plug in and power on

Select Set point as shown (or select
Mode, or select Recipe and play)

Control at Set point (or run Recipe, Vent,
Close or Open valves) at a button's touch!
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