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DigiVac M odel 22W

Ultra Compact Vacuum Transm itter  

Verify  com ponents  

 Controller w ith  LCD  D isplay

 Varian  5 31  vacu u m  sensor

 Pow er Su pp ly

 O u tpu t Cab le

Q uick Install Instructions 

 Plu m b  th e vacu u m  gau ge tub e into you r vessel

 Plu g in  th e 22 W  on top  of th e gau ge tu b e

 R u n the A C A d apter w ire p rovid ed  to the gau ge

Check Readings 

 Verify th at th e read ings m ake sense. For exam p le, a  ch am b er exp osed  to

atm osphere at sea level m ight h ave a read ing of 6 00 -7 6 0  T orr

 Specifications 

Pow er: 110-220 Volt AC

Vacuum  Interface: 1/8” M ale NPT  

Sensor: Varian 531  

Range: .001-760 Torr 

Units: Torr 

Accuracy: 1 to 99 millitorr ±2 millitorr or 20 %

100 to 2,000 millitorr ±10 %

6 to 760 Torr Continuous & monotonic

M ount Benchtop 

W etted Parts: N ickel, Copper, Constantan  

2 to 6 torr ±25 %



DigiVac M odel 22W

Calibratio n Points and Reference
U n it T ypes : D igiV ac controllers w ith 0531 or 536 Therm ocouple  V acuum  G auge Sensor Tube: 

Strata V ac, B ullseye Precision G auge, M odel 200, M odel 801 , M odel 100V , an d M odel 22W   

 A ll Instrum ents A re Ca lib ra ted  A g a inst A  NIST  Sta nd a rd a nd  M eet O r Exceed  T olera nces 

Standards and instrum ents used in the perform ance of calibrations by the DigiVac  

Com pany are m aintained in current calibration in an unbroken chain back to the 

standards m aintained by the N ational Institute of Standards and Technology (N .I.S .T., 

G aithersburg, M D, U SA ). 

Form al NIST Certification w ith  D ata of a  Particular Gaug e is Available at an Add itional Charg e 

F or F ull In stru ction  M an u al:  

h ttp ://w w w .d ig ivac.c om /w p -c ontent/u pload s/2 0 1 3 /1 0 /M od el-2 2 W .pd f 

P rim ary 

Stan d ard s 

S/N  Cal. D u e N IST  std  S/N  T yp e 

FLU K E  87V  # 21430197 07/2014  1367427845  R M S M ultim e te r 

GP  375001 -00 -T  # 375B0619  09/2014  000040312  Ga uge , 

C onv e ctron 

SE T R A 730G10  4803149  09/2014  000040343  Ba ra tron, ABS  

P re ssure 

Read in g (ST D ) T o leran ce  In  T o leran ce? 

O u tg o in g  

Co m m en ts  

1.0 m T  + 1 m T Ye s T orr, pe r C onv e ctron  

25.0  m T  + 10%  R D G Ye s T orr, pe r C onv e ctron  

500 m T  + 10%  R D G Ye s T orr, pe r C onv e ctron  

 1 .00 T orr  + 15%  R D G Ye s T orr, pe r Ba ra tron  

25.0  T orr  + 50%  R D G Ye s T orr, pe r Ba ra tron  

600 T orr + 25%  R D G Ye s T orr, pe r Ba ra tron  
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